[Effect of the schedule of x-ray examinations on the radiation dosage of specific organs in patients].
It has been established on the basis of experimental dosimetric studies that during x-ray studies tissue doses of the irradiation of vital organs depend very little on the voltage of the x-ray tube in the range of 80-120 kV. It necessitates the use of x-ray radiation detectors with a high sensitivity as well as sparing technology of examination to decrease radiation exposure of patients. On condition of the constancy of tissue doses the main criterion for a chosen schedule is the informative value of an x-ray image.